TUCSON POLICE DEPARTMENT

CRIME LABORATORY AN
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Satety for Intoxilvzer 3000
inspection. and having performed such inspections on Intoxilyzer 5000

o _Serial # & —00332Fccrtifies by her signature:

on i}f;"‘;‘fD"f . with a result of p. ﬂ?‘? AC. 0.0 /9.,

and on_E7//1 /0 . witharesult of 0-0F9 AC. 0.039AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the accepiable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404 A 3.

No problems were reported concerning this instrument between these

W'@Mm‘h

[rene Doran

two dates,

ADPS QAS Permut #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to befors me

Notary/Public
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ARTZONA DEPARTHENT OF HIEAT

STANDARD QUALTITY 50
INTOITILYIZIER MO

LAT"_LELLJ 14 TIHE iGQE
vff Dieplay meads M"HEARDY Ty SEAITY gr HEBUSHE SUDTON TO STA3T
TSt
DIMCENASTTIC TESTS
v DVt Test check. Setiing should be hetween 200 and
L5000, ¥oede ‘salsction swibtch $2 on, S5liand 53 aoff or
keyboard menu selection "#". Reading is _. :
Vﬁl Display Test check, Mode sslécticon switch §1 an and 52
and 53 off or kevbaogard mefwr selecczagn "V
o Prantar Test chock. Hode =sslecticon switen 51, 52, 53
aflf Or KEyboard mepu selectign "2
:g&; Clock tTime check. Mode selecition switch 510 an arc
kayboard meny sslection MEM
¥ Date chaeck. Mode selsction switch $il on or Kevhoszd
memi s saleesian: WEH
DDFERATTONAT,. TESTS
alecohol fres sulijact Test rasult ¢.06D e
;i Error recognition logic system functioning
Invalid test printed
A Proper sampls recaogniticon systam
Invalid sample uﬂ.r.,edf’
: Deficient sample prlﬁg_ﬂ
CON/A Complatensss of sample purge with collsction tubais
e Ccalibration standard 0. 08D  ac
Results: 0.079AC20.079AC.
Instrument operating properly and accurately. YESY NO

commnTs: ¥ moved clock edhgad 1o — o4,

STGNATURE M_l /:f CG'D\I\J/JS

0. N|f alchzl concentration standard collected for subseguent
analysis.**

WITH OR WITHOUT VAPOR RECIRCUIATION AND WITH OR- WITHQUT XKEYEOARD
**THTY STET IS ONLY REQUIRED IF THIS DEVICE IS BEING USED ZOR
SEAMPLE CAVPTURE.

DES/DSLS/Form C117(Rev.7-33)
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EXHEIBIT P (e

TEIS REPORT PREPARED PURBUANT TO OOTY IMPOSED BY
A-A.C, RI-14-4041(1)

ARTZCONA DEPARTHMENT QF EEALTH SEEVICES

ETANDARD QUALTITY ASSURAMNCE PROCEDUREES
IHTOZILYZER MODEL S5000=*

BETAND2RD CALIBREATION CHECK PROCZDORE ﬁh

Lce Departmens Date T}H [EH Tima lt‘-qL.:z

Agency _Tucson Pol
Intoxilyzer Serial# lelp-00 3321 Locatlan D] HE
QA Specialist nrkey”  (oemphs Hlalle T

(Print Hame)

MX} 1. 'Pour a standard @lcohol solution of known value dinto a
ciean dry simulator jar and assemble the simulator,
Insure that a tight seal has been mads.

Standard wvalue: o.0%0 AC

. Turn on the simulator and allow the temperaturs to
reach FLEELI0E.

1. Set Intoxilyzer mode selection in the ACA mode by

switching mode selecticon switch £9 on or selecting "gv

on ‘keyboard maru.

Attach simulator to '+l

Intaxilyzer.,

5. Intoxilyzer 5000 disp

"RUSH BUTTON".

8 Push Start Test button or press enter aon keyboard.

7. Insert card in responss to disp

g

S

—
Eed

—

1.5

e simulator entrénce port on the

ay reads "EEZADY TO START" or

Air blank: completed.
Calibration check completed:
Test rasults 0.0794C¥0,009 ac ‘
10. Air blank completed.
11. Wnen display resads Test Complete removes evidence card.
Attach the card to the completed checklist.
12. Return mode selection switch #9 to off position after
all calibraticn checks are. complete or itype §Q and entex

m
SIGNATURE ri? (lﬁbwhlﬁi

*WILTH OR WJ.,'I' aT VHG‘{ FEECIRCULATION AND WITE OR WITHOUT EEYEOAERD

LOSRERR AR
MRS AN

DHS/DSLS/Form CLl6 (Rev.7-53)
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TEIS REPORT PREPAREZD PURBUANT TC DUTY IMZRS5ED BY
A.A.C. RI-14—-404 (X&)
ARTIONN DEFARTHENT OF BEALTE BEAVICES

‘u___"

i Bisolay reads “READY TO STARTY or "2USH 3UITON TO START
mEgm 1
DTAGHNOSTIC TESTS
-__.f_g(,c DVH Test check. Ssrring should ba Detwssn 200 a20d
500. Mode sslection -swiktch 52 on,; 31 and 33 0L or
keyboard mena selactien "HY. Reading is o
;ﬂégi‘ Display Test check. Mode sslection switch 5L an ansg 52
anid 53 off or keyboard menu selection "W!
,_éh Drin==r Tast check. Hades salsctien switeh 51, 52, 53
aff or keybeard menu seiection “PV
A Clock tima check. Mode sslaction switch S10 an or
kevboard menu salectiaon "EV
R Datas check. Mode selection switch S11 on or keyboazd
meny salsction "E )
OPERATIONAT,. TESTS
ﬁﬁ: ATrconol fr== sehiject Test rasult a_.{x0 AC
i Error recagnition leogic syscen functioning
Invalid test prinred
‘j’é‘ Proper sample recognition systeo
Invalid sample printed 5y
Daficient sample print iﬁ%—
urg '

N/A Completeness of sample

=
A e with collsgtiaon tubex*
=|_£,5"_‘ Calibration sktapdard 0 F0 2C
Results: _ﬂﬁL__ﬂﬁ;%—anyQy?tL_ .f//
Trnstrument operating properly and accurately. ¥ES_ NO__

COMMENTS :

Ty )
STGNATURE W“L’ M

< . . : ]
Q.__(_HP(LQ 52lcohol concentration standard collected for subsagueant
analysis._&*

*HFITE OR WITHCOUT VAFOR RECIRCULATION AND
**THEIS STEP IS ONLY REQUIRED IP THIS DEV
EAMPLY CAPTURE.

¥ITE OR WITHOUT XEYSOARRD
ICE IS BEING USED FOR

B

DES/DSLS/Form €117 (Rev. 7-33)
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fshig 5;
PXHIBIT P R

TEIS REPORT PREPASED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(n)

ARIZONA DEPARTHENT OF HEALTE EBERVICEE

ETANDARD QUALITY ASESURANCE PROCZDURES
INTOXILYZER HMOQDEL 5000*

W
STANDARD CATTRBRATION CHECK: PROCEDURE é}

Agency _Tucson Polige Neparfment Datea é?ﬁﬁ/ﬁﬁf Ti:e_Ziﬂgﬁi__
L"‘;tﬂ_{lh_zer Serialf (pl/- Q.Q.E_?é‘j'f Location _ D
ialist L vrncDorz S 33/

Print NHams)

(g 1. Pour a 5tat@ard alec
clean dry simulator
Insure that a Tight
Standard wvalue:

(~&3 2. Turn on the simulator and al
reach 34°Ct 202

k4] 3. Set Intoxilyzer mode sslection in the ACA mode by
switching mode selection switch #9 on or sslecting "C"
on keyboard menu.

Tution of known vValue dinto 3
d assemhle the simulator.
as beesn made.

ow the temperature to

ko) 4 Attach simulator to the simulator entrance port on the
Iniowilyrern.
Hﬁﬂ;£%4 35 Intoxilyzer 5000 display reads "READY TO START" or
"PUSH BUTTON.
fr-(#—) 6. Push Start Test button or press entsr on keyboard.
a5~ 7. Ins=rt card in r=sponss To display
b o) 8. Air blank ¢GZELECED. ; 5
3. Calibrafian check com p eed:
~fsas Tast results 0 079+ 0.079 AC
vesids) 10. Air blank completed. . d
Ao 11 When display reads Test Complate rgnove_evldenca card.
F Attach the card to the completed checklist.
{#—) 12. Return mode salection switch #9 to oif position after

all calibration checks are completa or type Q and =nter
on keyboard.

.'.‘.}_l_G-tL—'L_URE Q‘M\L/‘ M

To—

*®RITE OR WITEQUT VAPOR RECIRCULATION AND WITE On WITHOUT XEYHOARD

DHS /DSLS/Form Cl16 (Rev.7-93)



